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Trace Notes Tnput Freq Sample Interval Froq at 640s Duration | _Acquired | Instrument
crystek 999946928 MHz | 1.000s 99994370200 Hz | 30m0s | 1800pts | HP5335A
crystek with Harry 99.9944397 MHz__| 10005 99993956100 Hz | 30m0s | 1800pts | HP5335A





